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Abstract

A conceptis beingexploredthat an opticalanalogof the electricalJohnsonnoisemay be used to

measuretemperatureindependentlyof emissivity. The concept is that a laser beam may be

modulatedon reflect!onfroma hersurfaceby interactionof the laser photonswiththe thermally

agitated conduction electronsor the lattice phonons, thereby adding noise to the reflected laser

beam. If the "reflectance noise" can be detected and quantified in a background of other noise in

the optical and signal processing systems, the reflectance noise may provide a noncontact

measurement of the absolute surface temperature and may be independent of the surface's

emissivity.
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Uncertainties in the emissivity of metal specimens cause uncertainties in the measurement of

their temperature using conventional radiometric techniques. These uncertainties may be

minimized by using multiple wavelength radiometry or by ancillary measurements of surface

reflectivity which is related to surface emissivity. A method for absolute radiometric

measurement of surface temper_-,urethat is independent of emissivity or material properties

has not been developed heretofore. Such a method may result from studies of an optical analog of

tha electrical Johnson noise thermometer.

Conventional radiation thermometry -- and indeed, most instruments -- use intensities or dc

levels for measuring the temperature of materials, and are necessarily dependent on knowledge

of some physical property of the material: resistivity, emissivity, Seebeck coefficient, acoustic

modulus, etc. Superimposed on these dc levels is noise that limits the precision with which the

temperature can be determined. Good thermometric practice would reduce the noise to a

minimum. This noise, however, contains some information that can be used to indicate some

conditions of the specimen, the measuring system, or the specimen's environment.

Johnson and Nyquist(1) in 1928 attempted to eliminate noise from radio receivers and found

that an irreducible minimum noise was produced by passive components in electrical circuits

with no current flow. The magnitude of this noise depends on the absolute temperature of the

component, but not on its material composition. The relationship between measured noise, the

absolute temperature (T), and the ohmic resistance (R) of the component is given (for

.,- h_/kT<<I ) by:

Vn2=4kTRAf In2 = 4 kT/R Af

T = _,_Pn214 k Af Rn = Vn2/In2

where, Vn2 is the open-circuit noise voltage spectral density, In2 is the short-circuit noise

current spectral density, measured over a frequency band Af, h is Planck's constant, k is the

Boltzmann constant, and "qPn2 is the noise power, defined as the product of the open-circuit

voltage and short-circuit current. These relations (2) hold at frequencies up to about 100 GHz.

For a 100-Q resistor at a temperature of 300 K and noise measured over a 60-kHz bandwidth,
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the noise voltage is about 0.32 _V rms, the noise current is about 3.2 nArms, and the noise

power is about 10-15 W.

Johnson noise is produced by the thermal agitatic= of the free electrons in a solid or liquid as a

result of electron-phonon interactions with the lattice atoms. The noise power is independent of

the resistor material and depends only on the absolute temperature. The relat!onship between

noise power and temperature is linear.

Electrical Johnson noise thermometry has used various measurement schemes(3), including;

(a) the ratio of noise voltages produced by two resistors, one at a known temperature, where

both resistances can be measured, (b) separate measurement of noise voltage and noise current

on a sing!e re$;stor, from which noise power can be calculated, and (c) several tuned RLC

circuits irom which temperature can be obtained from a noise voltage and a capacitance

measurement. Signal correlation circuits have been employed to greatly reduce the noise

contribution of the measuring system. Lacking a direct electrical measurement of noise power,

two measurements must be made in each case to obtain temperature independent of senso[

resistance. A "noise resistance"can also be obtained from the ratio of the noise voltage and noise

current, which is roughly equal to a measured dc resistance.

Electrical Johnson noise thermometry has been used (a) to measure temperatures in high

nuclear radiation environment(4), (b) to establish an absolute thermodynamic temperature

scale, (c) to perform in situ calibration of platinum resistance thermometers installed in

nuclear plants(5), and could be used (d) in high-pressure or high-magnetic field environ-

ments(6). It is presently being engineered for long-term, high-radiation, high- -temperature

measurements in space nuclear reactors.

Adaotatignof JohnsonNoiseto Noncontact Thermometry

For Johnson noise techniques to be applied to noncontact thermometry, some method of

quantifying the noise power of the electrons in a specimen without making any physical contact

must be devised. An approach, now being considered, is the detection of the modulation of a laser

beam incident on a hot surface by the interaction of the laser photons with the surface's

conduction electrons. It is proposed that an increase in the noise content of the reflected laser

beam should be proportional to the noise of the electrons, depend on the surface temperature,

and be independent of the surface composition and its emissivity.
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Two forms of optical noise modulation may occur. The first is an amplitude modulation due to

scattering of the incident laser beam. The second is a laser line-width broadening due to energy

transfer between the incident photon and the surface electron. These mechanisms are shown

diagrammatic_,lly in Figure 1.
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Figure 1. Simplified Mechanisms for Photon-Electron Interaction in Reflectance Noise

Thermometry

If the reflectance noise modulationis directly related to the noise power spectral density of the

conduction electrons, then only one type of noise me,..:urement would be required to obtain

temperature. The electrical Johnson noise measurements require two independent

determinations of noise voltage and noise current (or their equivalent) to obtain noise power.

The reflectance noise power could be independent of surface emissivity. If not, a second

independent optical measurement such as line-broadening may be required to provide two

independent measurements of surface temperature that could be combined to give a temperature

independent of emissivity.

ImDlementationof ODtiCalNoiseSianal Processina
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Various continuous (CW) lasers are available in the laborato,-yfor evaluating these phenomena

and several relevant characteristics are shown in the table.

Table 1. Lasers Evaluatedfor Reflectance Noise Thermometry

_ Laser Wavelength

He-Cd 8 mW 325 nm 5%

He-Ne 3 mW 632.8 nm 0.09%

Ar Ion MultiLine 300 mW 457-514 nm 0.5%

100 mW @ 488 nm

;mportantconsiderations in selectingthe laser are (1) a short wavelength and large power are

desirableto minimizethe relativecontributionof the Planckradiationat the laser's wavelength,

(2) lowinherentlaser noise is desirable, and (3) possiblevariationsinthe thermalnoise

modulationlevelas a functionof the laserwavelength.

The illumination of the photodetectors by a hot surface and a laser beam reflected from the hot

surface contains both dc (intensity) and ac (noise) components. These components and an

estimate of their magnitudes are shown in Figure 2 for the He-Ne laser.
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Figure 2. Laser Illumination of a Hot Surface
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The dc components of the photodetector signa',can be electrically separated from the ac

components by filtering and signal subtraction. The dc i!:umin_tion includes the reflected laser

beam intensity and the Planck radiation from the hot surface. Signal channel ac gains may be

balanced using high-level, low-frequency modulation of the incident laser beam. The dc levels

are not used to provide information about the surface temperature. A system for signal

correlation is shown in Figure 3.
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Figure 3. Signal Correlation System for Reflectance Noise Measurement

The ac components of the photodetectorsignal must be separated to select only the noise

contributed by surface reflection of the laser beam (and possibly, the noise in the Planck

radiation from the surface). Other sources of noise in the reflected beam include optical noise

generated in the laser and microphonics in the optical system. Additional noise will be added in

the measurement channels by shot noise generated in the photodetector and rf noise pickup.

Some of the low-frequency noise components can be eliminated by high-pass filtering. The

rem,:,iningwide-band noise components must be separated by signal processing and correlation,
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using multichannel optical paths. The largest correlated noise signal component is the laser

noise. This noise which is common to all four optica! channels, can be reduced by subtraction

with analog differential amplifiers. The largest source of uncorrelated noise is the shot noise of

the photodetectors. The effect of these uncorrelated noise signals is reduced by the

multiplier-integrator stage of the signal processor. If the differential amplifiers and the

correlator completely eliminate the laser noise and the uncorrelated nonthermal noise sources,

the output of the multiplier-integrator should be proportional to the remaining noise from the

reflectance modulation of the laser beam by the hot surface.

Correlation System Performance and Reauirements

A preliminary estimate was made of the sensitivityof our present signal processing system to

detect thermalnoise modulationof the laserbeam. This estimate showsa minimumdetectable

signalof 3 nW of noise power can be detected withan uncertaintyof 1%, or 1:103 of the laser

noise, usingthe helium-neonlaser. The estimate assumes(a) total eliminationof the

uncorrelatedsystem noise,(b) a common mode rejectionratio (CMRR) of 100 d3 inthe

differentialamplifiers,and (c) a lasernoise power of 0.1%. To detect a thermalnoisepower of

10"14 W, calculated for T=2500 K and Af = 60 kHz, with 1% uncertainty requiresfiveorders

of magnitudeimprovement inthe signalprocessorsensitivity. Th;s improvementmay be

accomplishedby decreasingthe laser noisecontribution,increasingthe CMRR of the differential

amplifiers,and modifying the bandwidthof the signalprocessor.Adequate rejectionof the shot

noise in the detectors,which is the majornoisecontributionof the measuringsystem,may

requireunreasonablylongintegrationtimes forthe correlationprocessto reducethis noiseto a

level belowthat of the reflectanco noise.

The above analysis assumes that a laser beam can be modulated by another noisesource, such as

the proposed hot-surface reflectance, over any bandwidth of interest. The unexplored question is
0,,

whether the electron-photon power transfer process in surface-reflectance signal modulation is

efficient at frequencies below 1 MHz.

No estimates have yet been made for possible noise associated with the Planck radiation from the

hot surface, nor have we assessedthe possibilityof measuringthe line broadening(see Figure

1) to determinetemperature.

Furtherwork on thisprogram will(a) continuethe developmentof a signalprocessorwith
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improved common mode rejection and larger bandwidth, (b) theoretical investigation of the

electron-photon modulation process at a hot surface, (c) reduction of the laser noise and

extraneous noise sources in the system, and (d) investigation of line broadening in hot-surface

reflection.

A postulated phenomenon of temperature-dependent reflectance modulationof a laser beam is

being investigated to determine whether it might provide a means of noncontact surface

temperature measurement that is independent of the emissivity of the surface. Methods of

signal processing are being developed for eliminating the nonthermal noise sources from the

desired thermal reflectance noise. A preliminary estimate indicates that the signal correlation

system may need to extract one part of desired noise from a background at least eight orders of

magnitude larger.
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OPTICAL JOHNSON NOISE THERMOMETRY

OBJECTIVE

TO INVESTIGATE A NEW CONCEPT OF TEMPERATURE
MEASUREMENT BASED ON THE DETECTION OF NOISE
ADDED TO A LASER BEAM BY ITS REFLECTION FROM A
HOT SURFACE. THIS CONCEPT SHOULD BE INDEPENDENT
OF THE EMISSIVITY OF THE MATERIAL.

APPROACH

• INVESTIGATE AN OPTICAL ANALOG OF ELECTRICAL
JOHNSON NOISE THERMOMETRY.

• ATTEMPT TO DETECT AND QUANTIFY THE NOISE
CONTAINED IN A LASER BEAM REFLECTED FROM A
HOT SURFACE, WHICH IS MODULATED BY THE
THERMALLY-INDUCED AGITATION OF CONDUCTION
ELECTRONS IN THE MATERIAL.

• ELIMINATE NON-THERMAL NOISE FROM THE OUTPUT
BY COHRELATION TECHNIQUES.

• DEMONSTRATE THE TEMPERATURE DEPENDENCE AND
EMISSIVITY INDEPENDENCE OF THE REFLECTANCE
NOISE.

RLS:ORNL;11.2-88
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• NOISE IS PRESENT IN ALL ELECTRICAL,
OPTICAL, AND ACOUSTIC SIGNALS

• NOISE LIMITS THE ABILITY OF SIGNALS
TO TRANSMIT INTELLIGENCE

DC SIGNALS AC SIGNALS

• NOISE CONTAINS INFORMATION

o NOISE CAN BE _SOLATED BY FCLTEIRONG
OIR BY SEGNAL COIR_ELAT_ON TECHNIQUES

NOISE CAN BE USED
TO MEASURETEMPERATURE

RLS:ORNL:1-13-89
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ELECTRICAL JOHNSON NOISE THERMOMETRY

BACKGROUND

• IDENTIFIED IN 1928 BY JOHNSON & NYQUIST (BELL LABS)
AS THE LIMITING NOISE CONTRIBUTION OF PASSIVE ELEMENTS
IN AMPLIFIERS AND RADIO RECEIVERS

• USED BY GARRISON & LAWSON (UNIV"OF CHICAGO) IN 1936 AS
A THERMOMETER, EMPLOYING A RATIO TECHNIQUE TO MINIMIZE
THE MEASURING SYSTEM NOISE CONTRIBUTION.

• EXTENDED AND APPLIED BY ORNL FROM 1974 L' ;ING NOISE
POWER MEASUREMENTS FOR THERMOMETRY

PHENOMENA

• JOHNSON NOISE GENERATED BY INTERACTION BETWEEN
CONDUCTION ELECTRONS AND THERMALLY VIBRATING LATTICE

• QUANTITATIVELY RELATED TO THE RESISTANCE AND ABSOLUTE
TEMPERATURE OF A PASSIVE RESISTOR

= 4kTR_f U=4kT/R&f

4"Pn2 - 4 k T &f Rn = Vn/I n

• JOHNSON NOISE IS WHITE OVER ALL FREQUENCIES < -100 GHz

• POWER IS _ 10"15 W FOR A RESISTOR AT 300 K

• JOHNSON NOISE IS INDEPENDENT OF MATERIALS PROPERTIES
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ELEC:TRICALJOHNSONNOISETHERMOMETRY

APPLICATION

• TWO INDEPENDENT MEASUREMENTS ARE REQUIRED TO OBTAIN
THE ABSOLUTE TEMPERATURE UNIQUELY

• THE NOISE VOLTAGE (CURRENT OR POWER) CAN BE OBTAINED
OVER ANY PASSBAND (M) OR SUMMED OVER ANY COMBINATION
OF PASS BANDS

• THE NOISE CONTRIBUTED BY THE MEASURING SYSTEM CAN BE
ELIMINATED BY:

a) MEASUREMENT AND SUBTRACTION OF THE MEASURING
SYSTEM NOISE FROM TEIEOUTPUT NOISE SIGNAL

b) CORRELATION OF NOISE CONTRIBUTED BY TWO VOLTAGE
AMPLIFIERS IN PARALLEL

NT gNT + NA multiplier Integrator

NB _._
R,T

..... correlator......
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THE JOHNSON NOISE POWER THERMOMETER
IS A LINEAR THERMOMETER

ORNL- DWG 72- 42580R
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THE JOHNSON NOISE POWER THERMOMETER
IS INDEPENDENT OF MATERIALS PROPERTIES
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OPTICAL NOISE SIGNAL PROCESSING

1 THE LASER BEAM INCIDENT ON A HOT SURFACE CONTAINS

• A DC (INTENSITY) COMPONENT AND
• AN AC (LASER NOISE) COMPONENT

2. THE BEAM REFLECTED FROM THE HOT SURFACE CONTAINS
• A REDUCED DC LEVEL FROM SURFACE REFLECTION,
• AN ATTENUATED AC COMPONENT OF LASER NOISE,
• ADDITIONAL AC NOISE DUE TO LAMP BEHAVIOR, AND
• AN ADDED AC SIGNAL DUE TO "REFLECTANCE NOISE"

3. THE SIGNAL CHANNELS HAVE AC AND DC GAINS, AND
INTRODUCE ADDITIONAL AC NO!SE

4. BY SUBTRACTION AND CORRELATION, THE DC SIGNAL
COMPONENT, THE LASER NOISE, AND THE UNCORRELATED
AC NOISE CAN BE REMOVED, LEAVING ONLY CORRELATED
AC (NOISE) .&T THE OUTPUT

5. THE AC LEVEL CAN BE NORMALIZED BY USING RATIOS
OF DC LEVELS

6. THE UNCERTAINTY OF THE FINAL OUTPUT VALUE OF THE
REFLECTANCE NOISE DEPENDS ON THE SQUARE OF THE

INTEGRATION TIME, THE BANDWIDTH OF THE DETECTION
SYSTEM, AND THE STABILITY OF THE TEMPERATURE
SOURCE AND THE MEASUREMENT CHANNEL

ocnl
RLS:ORNL:10-31.88
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